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7146 | Analyst, 2013, 138, 7146–715A bis-boronic acid modiﬁed electrode for the sensitive
and selective determination of glucose concentrations†‡
Hui-Chen Wang,ac Hao Zhou,b Baoqin Chen,b Paula M. Mendes,d John S. Fossey,*c
Tony D. James*a and Yi-Tao Long*ab
A bis-boronic acid modiﬁed electrode for the sensitive and selective determination of glucose
concentrations has been developed. The electrochemical characteristics of the sensor with added
saccharides were investigated using cyclic voltammetry (CV) and electrochemical impedance
spectroscopy (EIS). The bis-boronic acid modiﬁed electrode was both sensitive and selective for glucose.Introduction
Saccharides such as D-glucose and D-fructose are important
dietary sources of energy from natural carbohydrate sources
and are used as processed food additives (high fructose corn
syrup). From a clinical perspective measuring the concentration
of D-glucose in blood is particularly important given the need of
diabetic patients to regularly monitor its concentration,1
making fast and accurate determination of saccharides
(particularly glucose) important. Many methods exist to
measure the concentration of D-glucose including electro-
chemical and optical approaches.2 The most widely adopted
sensors for D-glucose in food analysis, environmental moni-
toring, medical diagnosis, and many other elds are electro-
chemical in nature.3 Such saccharide sensors rely on the use of
an enzyme such as glucose oxidase (GOx) or glucose dehydro-
genase to generate redox mediator species, which are thereaer
detected electrochemically.4 These sensors require the coupling
of the enzyme in close proximity to the electrode in order to
obtain high sensitivity. However, due to the intrinsic properties
of enzymes, the catalytic activity of GOx is susceptible to envi-
ronmental factors such as temperature, humidity, pH, ionic
detergents, and toxic chemicals.5 Furthermore, GOx sensorsh, BA2 7AY, UK. E-mail: t.d.james@bath.
Materials Chemistry & Department of
ce and Technology, Shanghai 200237,
ham, Edgbaston, Birmingham, B15 2TT,
of Birmingham, Edgbaston, Birmingham,
on (ESI) available: General and
l model details, further discussion
sensitivity and spectra. See DOI:
elebrate his 70th birthday.
1suﬀer from high cost and poor stability and require complicated
immobilisation procedures.6 Therefore, simple enzyme-free
glucose sensing is highly desirable. Much work has been carried
out in order to develop enzyme-free glucose sensors.7
Enzymeless sensing is an important area of sensor devel-
opment; robust, long shelf-life systems are required for use in
the eld. One approach towards enzyme-free sensors involves
the direct oxidation of glucose at nanostructured electrodes.8
Nanostructuring allows the detection of glucose at a lower
overpotential.9 However, such electrodes are very sensitive to
adsorbed interferents such as chloride and suﬀer from surface
fouling when used over prolonged periods.10 An alternative
enzymeless approach for glucose detection involves the use of
fully synthetic receptors, such as boronic acids.11 A boronic acid
receptor binds reversibly with cis-1,2- and cis-1,3-diols to form
ve- and six-membered cyclic boronic esters, respectively.12
Boronic acid based receptors have been used successfully as
uorescence sensors,13 surface appended sensors,14 and
potentiometric/amperometric sensors.15
Among various analytical methods, electrochemical imped-
ance spectroscopy (EIS) is an eﬀective method to probe the
interfacial properties of modied electrodes and is oen used to
probe chemical transformations and processes associated with
conductive supports.16 EIS has been used in many elds,
particularly corrosion, but only since 1980 has it become more
widely applied, for ion-selective electrodes,17 electrochemical
sensors and biosensors in general.18 EIS has been used to follow
the chemical modication electrodes based on SAMs and to
quantify species in solution.19 The recognition mechanism in
these systems requires the blocking of electron transfer of a
redox probe at the SAM/solution interface through complexa-
tion, and thus the species are recognised indirectly.20
With our present work, an electrochemical sensor for
saccharides has been prepared by surface modication of a gold
electrode with a bis-boronic acid receptor. The receptor was
designed to contain a glucose selective chemosensor unit (bis-
boronic acid) and surface anchoring unit (sulphur), theThis journal is ª The Royal Society of Chemistry 2013
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View Article Onlinesynthesis of which can be found in the ESI.† The selectivity of
the sensors towards glucose, fructose, galactose and mannose
was then evaluated using cyclic voltammetry (CV) and electro-
chemical impedance spectroscopy (EIS). As expected the sensor
surface was particularly sensitive towards glucose. Our novel
glucose selective bis-boronic acid designed for surface func-
tionalisation has also been used in a partner paper that exploits
surface plasmon resonance to detect the interactions between
the bis-boronic acid functionalised surface and the diﬀerent
saccharides.21Experimental
Materials
D-Glucose, D-fructose, D-galactose, and D-mannose were
purchased from Aladdin (Shanghai, China). Phosphate buﬀer
solutions (PBS, pH 8.0) were prepared with 0.2 M NaH2PO4,
0.2 M Na2HPO4, and 0.1 M KNO3. All other chemicals used were
of analytical reagent grade and all solutions were prepared with
deionised water obtained from a Milli-Q System (Millipore,
USA).Preparation of clean gold electrodes
Gold disk electrodes were polished with a 0.05 mm alumina
slurry, cleaned by soaking in piranha solution (H2SO4 : H2O2 ¼
3 : 1) for 15 min, (Caution! Piranha solution should be handled
with extreme care and should never be stored in a closed container.
It is a very strong oxidant and reacts violently with most organic
materials) and sonicated in water, twice. Then the electrode was
electrochemically cycled from a potential of 1.0 to +1.25 V vs.
Ag/AgCl in 0.5 M H2SO4 solution until a stable gold oxidation
peak at 1.1 V vs. Ag/AgCl was observed.Preparation of bis-boronic acid 1
Commercial bis(hexamethylene) triamine was reacted with
(Boc)2O to obtain a mono-boctriamine derivative. Aer reduc-
tive amination of pyrene carboxyaldehyde by this amine, the
product can be converted to a Boc protected precursor to 1 by
further alkylation with pinnacol protected 2-(bromomethyl)-Scheme 1 Structures of the starting material and product in the synthesis of bis-
boronic acid 1 in ﬁve steps from N-1-(6-aminohexyl) hexane-1,6-diamine in 26%
overall yield as detailed in the ESI.†
This journal is ª The Royal Society of Chemistry 2013phenyl boronic acid. The precursor upon deprotection with
triuoroacetic acid and reaction with the NHS ester of lipoic
acid furnished bis-boronic acid 1 in 26% overall yield (ve steps,
Scheme 1). Compound 1 was synthesised by a modular
approach allowing the potential incorporation of diverse func-
tionalities to be delivered by this or future sensors (functionality
dormant in one application may come to the fore in another).
The chemosensor compound 1 includes a sulphur functionality
for surface attachment. In this case we incorporate the known
glucose selective bis-boronic acid unit to demonstrate the
modular approach.Preparation of the boronic acid modied gold electrodes
Gold electrodes were incubated in a solution of bis-boronic acid
1 in methanol (10 mM) for 2 days. The electrodes were rinsed
with methanol and water, as represented in Scheme 2.
Cyclic voltammetric measurements were performed using a
CHI660C electrochemical workstation (Shanghai Chenhua,
China). All electrochemical experiments were performed with a
conventional three-electrode system, using the modied gold
electrode (as shown in Scheme 2) as the working electrode, a
platinum wire as the auxiliary electrode, and a saturated
calomel electrode (SCE) as the reference electrode. Electro-
chemical impedance experiments were performed with a Zah-
ner electrochemical workstation (Zahner, Germany) in PBS (pH
8.0) containing 5 mM Fe(CN)6
3/4 (1 : 1) with 0.1 M KNO3. The
impedance spectra were recorded within the frequency range of
101 to 105 Hz with an applied DC potential of 0.20 V and a sine
wave potential of 10 mV. All potentials were reported with
respect to the reference electrode. The ZSimpWin (Version 3.10)
soware was used to evaluate the experimental results of EIS.Results and discussion
Electrochemical characteristics of the modied electrode
CVs at the bare gold electrode and themodied electrode in PBS
(pH ¼ 8.0) containing 5 mM Fe(CN)63/4 (1 : 1) with 0.1 MScheme 2 (a) Representation of gold surface functionalisation by receptor unit
1; and (b) saccharide binding.
Analyst, 2013, 138, 7146–7151 | 7147
Fig. 1 (A) Cyclic voltammograms for diﬀerent electrodes and (B) CVs of the gold
electrode modiﬁed with a self-assembled monolayer of compound 1 in PBS (pH¼
8.0) containing 5 mM Fe(CN)6
3/4 (1 : 1) with 0.1 M KNO3 at the scan rate (from
a to g): 10, 30, 50, 70, 100, 150, 200 mV s1. The inset shows the linear rela-
tionship between the peak current and the square root of scan rate. (C) Nyquist
plots and equivalent circuit models for diﬀerent electrodes in 0.2 M PBS (pH¼ 8.0)
containing 5 mM Fe(CN)6
3/4 (1 : 1) with 0.1 M KNO3. (a) Bare Au electrode, (b)
boronic acid compound modiﬁed Au electrode. Scan rate: 100 mV s1.
Fig. 2 CVs of the gold electrode modiﬁed with a self-assembled monolayer of
compound 1 in 0.2 M PBS (pH ¼ 8.0) containing 5 mM Fe(CN)63/4 (1 : 1) with
0.1 M KNO3 after treatment in the diﬀerent concentrations of saccharides (from
outer to inner: 0, 106, 3  106, 5  106, 8  106, 105 M) at 100 mV s1.
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View Article OnlineKNO3 at the scan rate of 100 mV s
1 are shown in Fig. 1A. Two
well dened redox peaks could be observed at the bare gold
electrode (Fig. 1A-a) with peak potential separation (DEp, the
potential diﬀerence between the oxidation peak potential and
reduction peak potential, which is inversely proportional to the
electron transfer rate22) of 94 mV. Aer the electrode was dipped
in the bis-boronic acid solution for 2 days, the CV curve changes
drastically in peak current and peak potential separation
(Fig. 1A-b). The changes of the peak current and peak potential
separation were attributed to the sluggish electron-transfer
kinetics through the self-assembled monolayer. The CVs of the
self-assembled electrode at diﬀerent scan rates are shown in
Fig. 1B. It can be seen from Fig. 1B that both anodic and
cathodic peak currents increased linearly with the square root
of the scan rate between 10 and 200 mV s1 (the inset of Fig.1B)
indicating a diﬀusion-controlled redox process.
The self-assembly process of the gold electrode was also
monitored by EIS experiments. EIS is an eﬀective method for
probing the features of surface-modied electrodes.23 In EIS,
the semicircle diameter in the impedance spectrum equals the
electron-transfer resistance, Rct. This resistance controls the
electron transfer kinetics of the redox probe ([Fe(CN)6]
4/3) at
the electrode interface. It can be seen that an almost straight
line which is a characteristic of a diﬀusion limited electro-
chemical process was obtained with the bare gold electrode
(Fig. 1C-a). While, the self-assembly of the bis-boronic acid on
the electrode surface generated an insulating layer on the
electrode that functioned as a barrier to the interfacial electron
transfer. This is reected by the appearance of the semicircular
part of the spectrum (Fig. 1C-b). These data are consistent with
the results obtained from CV experiments and demonstrate that7148 | Analyst, 2013, 138, 7146–7151the bis-boronic acid is immobilised on the gold electrode in a
similar conguration to that depicted in Scheme 2.
The results obtained by EIS were veried using diﬀerent
electrical equivalent circuits shown in the inset of Fig. 1C. These
circuits represented bare electrode (Fig. 1C-a, inset) and the
modied electrode (Fig. 1C-b, inset) which were evaluated using
ZSimpWin (Version 3.10) soware. The EIS data were also
simulated by the electrical equivalent circuit in Fig. 1C. We
observed very good agreement between both experimental and
calculated results from the best tting electrical equivalent
circuit model, where the chi-squared (c2) value was minimized
below 104. c2 is the function dened as the sum of the squares
of the residuals.
The detection of saccharides by cyclic voltammetry (CV)
The electrochemical behaviour of the biosensor was then
investigated using cyclic voltammetry. As shown in Fig. 2, the
peak current decreases with increasing saccharide concentra-
tions and the peak-to-peak separation increases. We attribute
this to the self-assembled layer on the gold electrode which acts
as an inert electron transfer blocking layer. When the modied
electrode is dipped into solutions of saccharides, the boronic
acid binds with saccharides and further hinders the diﬀusion of
the [Fe(CN)6]
4/3 toward the electrode surface. As shown in
Scheme 2, when the bis-boronic acid interacts with saccharides,
the eﬀective surface area of the electrode is decreased, which
limits the diﬀusion of the redox couple toward the electrode
surface. This is rationalized from the curves in Fig. 2, in which
the ip with 1 mM D-glucose is about 26.3 mA at pH 8.0 while that
observed in the absence of D-glucose is about 35.9 mA. Therefore,
it is clear that ip decreases with increasing saccharide
concentration.
Fig. 3 shows the peak current as a function of saccharide
concentration, illustrating that the current versus concentrationThis journal is ª The Royal Society of Chemistry 2013
Fig. 3 The calibration curve obtained using peak current as a function of
saccharide concentration. The inset shows the linear relationship between the
peak current and the concentration of saccharides applied in the calibration (from
0 to 10 mM).
Fig. 4 EIS of the modiﬁed gold electrodes modiﬁed with a self-assembled
monolayer of compound 1 with diﬀerent concentrations of saccharides (from
inner to outer: 0, 106, 3  106, 5  106, 8  106, 105 M): in PBS (pH ¼ 8.0)
containing 5 mM Fe(CN)6
3/4 (1 : 1) with 0.1 M KNO3. The frequency range is
between 100 mHz and 100 kHz at the half-wave potential of 0.2 V with 10 mV
sine wave potential.
Fig. 5 Calibration curves obtained using Rct as a function of saccharide
concentration. The frequency range is between 100 mHz and 100 kHz at the half-
wave potential of 0.20 V with 10 mV sine wave potential. The inset shows the
linear relationship between the Rct and the concentration of saccharides (from
0 to 10 mM).
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View Article Onlineof saccharides gives a linear relationship between 0 and 10 mM.
The stability constants reported previously using standard
methods are:24 D-Glucose (1.3  0.3  105 M1), D-galactose
(1.5  0.2  105 M1), D-fructose (1.3  0.3  104 M1) and
D-mannose (6.5  0.6  104 M1). The binding constants
calculated are signicantly higher than solution binding in
exact value. These observed stability constants on the surface
are also comparable in trend with that in the solution phase.
The concentration limitation of the mathematical model and
the disordering of the monolayer by binding reaction are both
proposed to be the reasons (for details see the ESI†).
The detection of saccharides by electrochemical impedance
spectroscopy
Electrochemical impedance spectroscopy is an eﬀective method
to investigate the interfacial properties of modied electrodes.
The detailed information about the electric properties of the
lm on the modied electrodes could be acquired. Here, we
demonstrate that impedance spectroscopy is a unique and
sensitive technique in sensing the saccharides.
Fig. 4 shows the complex impedance plots of the bis-boronic
acid modied electrode and aer immersion in diﬀerent
concentrations of saccharides. Signicant changes in the
impedance spectra were observed for diﬀerent concentrations
of saccharides, the diameter of the semicircle parts increases
with increasing saccharide concentration compared with the
modied electrode, which shows that the complexation of the
boronic acid group with saccharides changes the lm charac-
teristics, such as ion transfer resistance and the dielectric
capacitance.
A modied Randle's circuit (shown in Fig. 1C-b, inset) was
used to t the measured data. In this circuit, Rs is the ohmic
resistance due to an electrolyte and underlying electrode. Rct is
the charge- and/or ion-transfer resistance occurring at the lm/This journal is ª The Royal Society of Chemistry 2013solution interface. The Warburg impedance represents semi-
innite linear diﬀusion within the solution. Since the interface
between the electroactive lm and the electrode is not a
perfectly smooth plane but has some roughness and/or
porosity, the ideal capacity is replaced by a frequency-
dependent constant phase element (CPE), ZCPE ¼ Y0(ju)a and
a ¼ 1  4 (4 is equal to one for the complete smooth electrode).
The circuit element of most interest in this work is the
charge-transfer resistance (Rct) which represents the charge-
and/or ion-transfer resistance, because it oen relates directlyAnalyst, 2013, 138, 7146–7151 | 7149
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View Article Onlineto the accessibility of the modied electrode and reects the
ow of charge across the modied interface into the electrode.
In this work, the Rct of the self-assembled monolayer lm
increases with an increase in the saccharide concentration as
shown in Fig. 5, indicating that the concentration of saccha-
rides could be detected by monitoring changes in Rct. Saccha-
rides are nonconductive therefore, the pathway of electrons or
ions are blocked when saccharides bind with the bis-boronic
acid on the modied electrode, and the electron/ion transfer
resistance (Rct) increases with increasing saccharide
concentration.
Fig. 5 shows the saccharide response curves of a modied
electrode in PBS (pH 8.0), the change in Rct vs. the concentration
of saccharides gives a linear relationship between 0 and 10 mM.
The stability constants obtained are: D-glucose (1.7  0.3  105
M1), D-galactose (9.1  1.2  104 M1), D-fructose (4.6  0.5 
104 M1) and D-mannose (1.2  0.1  102 M1).
The observed binding constants demonstrate that the rela-
tive saccharide selectivity of the solution uorescent bis-boronic
acid is maintained on a gold surface when probed electro-
chemically. Whilst the relative binding constants are in line
with expectations the absolute values calculated are signi-
cantly higher than those one might expect for a boronic acid–
saccharide interaction alone. We expect the overall observed
binding to be a consequence of the boronic acid receptor and
the electrochemical sensing regime used. Whilst remaining
tentative, additional discussion is provided in the ESI† per-
taining to the mathematical model and surface construction
which might contribute to future discussion in this regard.Conclusions
In this work, we have demonstrated that a surfacemodied gold
electrode with a self-assembled monolayer of bis-boronic acid
can detect four saccharides: D-glucose, D-fructose, D-galactose
and D-mannose. Cyclic voltammograms and electrochemical
impedance spectroscopy (EIS) were used to detect these four
saccharides, and a very good linear response, high sensitivity
and selectivity for glucose was achieved using this method.Acknowledgements
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